[A study on the methods for correcting the error in measurement of children blood pressure].
The blood pressures of a group of children was obtained with sphygmomanometer cuffs of varying widths. It was suggested that the cuff width can be effect for accuracy of blood pressure determination, then a correct formula of blood pressure determination using an inadequate cuffs was calculated. The efficacy and feasibility of the formula was tested in another two groups of children. The production of the formula made a possibility for practicing the proposal of American Heart Association in which the width of an adequate cuff was believed to be 40% of the circumference in middle arms. The formula was simple and convenient and should be used in childhood prophylactic medicine, healthy care especially in popularized measurement of children blood pressure and scientific cooperative investigation.